Figure 1. ECG and EGM showed a conversion from Atrial pacing and Ventricular sensing (ApVs) to Atrial and Ventricular pacing (DOO) during ablation 35 watt 50°C

Figure 2. RFA catheter position. Note the close contact between the RA lead and RF Ablation catheter